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PeriPheral nerve injuries represent one of the most 
common causes of sensorimotor deficit and lost 
productivity in adults.35 Peripheral nerve injuries 

result in the interruption of axonal continuity, neuronal 
cell death, and Wallerian degeneration of distal fibers, 
which terminally lead to the loss of motor, sensory, and 
autonomic function.34 This series of events, which begins 
with nerve injury and culminates in loss of sensorimotor 
function, is a major cause of disability worldwide. In the 
United States alone, more than 50,000 peripheral nerve 
injuries are recorded annually and result in health care ex-
penditures of more than $7 billion/year.12 Therefore, great 
interest has been placed in improving surgical and reha-
bilitative strategies for treating peripheral nerve injuries 
and improving functional recovery.

In cases of simple peripheral nerve defects, sufficient 
functional recovery can be attained through tension-free, 
end-to-end coaptation of residual nerve stumps. In contrast, 
clinical management of complex nerve defects typically 
requires advanced surgical techniques, including the use 
of interpositional autologous nerve grafts (autografts), de-
cellularized allografts, and/or nerve guidance conduits.6,9, 

13, 14,20,21,24,26,32,39,44 Although nerve grafting represents the 
gold standard for the treatment of complex peripheral 
nerve injuries, the use of nerve autografts continues to 
present significant clinical limitations. Functional recov-
ery after proximal autografting is frequently poor despite 
the regenerative capacity of injured peripheral axons and 
the supportive microenvironment of autologous nerve tis-
sue.3,7, 8,22,23,33,42,45 Given the known barriers to surgical re-
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pair of critical (> 5-cm) nerve defects and the temporal 
limits on functional end-organ reinnervation, existing sur-
gical interventions are limited to select patient populations 
and postinjury time frames. As a result, great interest has 
been placed in the development of therapeutic adjuncts 
that can enhance nerve regeneration and functional recov-
ery after nerve injury and nerve repair procedures.

Brief electrical stimulation of injured peripheral nerve 
tissue represents a promising method for enhancing axo-
nal outgrowth and augmenting peripheral nerve function 
in vivo. Previous studies found that direct current elec-
trical stimulation enhanced and guided neurite extension 
and axonal outgrowth in a variety of cell culture mod-
els.10,27–29,31,36–38 Brief low-frequency electrical stimulation 
of injured peripheral nerve tissue similarly was found to 
enhance the rate of axonal regeneration and functional re-
covery in vivo in a number of animal models.2,11,17 One 
hour of low-frequency electrical stimulation applied to rat 
nerve was observed to accelerate axonal outgrowth and 
promote regeneration of all motor axons.2,17 Electrical 
stimulation also was observed to accelerate axonal regen-
eration in mice.1,11 Similar results were observed after ap-
plication of brief electrical stimulation to injured human 
peripheral nerve tissue.1 Brief electrical stimulation of 
the median nerve in humans during routine carpal tun-
nel release surgery was observed to improve postoperative 
functional recovery. The results of these studies suggest 
that the therapeutic value of electrical stimulation might 
be applicable equally in animal and human models.

Existing methods for clinically applying therapeutic 
electrical stimulation to injured peripheral nerves unfor-
tunately are limited. In the majority of published study re-
ports, electrical stimulation of peripheral nerve tissue was 
delivered using a nerve hook or wire electrodes applied di-
rectly to the target nerve during open surgical repair of the 
injured nerve.2,4,18 In this setting, the application of electri-
cal stimulation is limited to a brief intraoperative period 
during which the patient is fully anesthetized and the tar-
get nerve is surgically exposed. The application of electri-
cal stimulation is limited further by the fact that the termi-
nal nerve hook electrodes must be connected physically to 
an external power source. Direct application of electrical 
stimulation thereby precludes postoperative treatment and 
repeat dosing without the use of a painful and nonspecific 
transcutaneous approach. Altogether, these restrictions 
limit the timing and duration of therapeutic stimulation 
and significantly increase the length and complexity of 
nerve repair procedures. Increased duration of anesthe-
sia and operative procedures also can increase the risk of 
anesthesia-related complications and increase procedural 
costs.

A previous study conducted by Gamble et al.15 found 
that wireless thin-film receivers offer a low-profile passive 
implant capable of facilitating repeat electrical stimula-
tion to rodent peripheral nerves for diagnostic assessment 
of nerve function after injury. In that study, the thin-film 
wireless receivers were found to reliably deliver electri-
cal impulses to interfaced nerves, recruit peripheral nerve 
tissue, and activate distal musculature for the purpose of 
serially tracking postoperative functional recovery. The 
effects of wireless electrical stimulation on the rate and 

efficacy of peripheral nerve regeneration and motor recov-
ery unfortunately were not examined. We designed our 
study to provide direct and independent examinations of 
the ability of novel wireless implantable nerve stimulators 
to deliver therapeutic electrical stimulation to injured ro-
dent sciatic nerves and accelerate postoperative functional 
recovery. We also examined the application of previously 
validated brief electrical stimulation paradigms via novel 
wireless implants immediately after nerve injury and re-
pair as a therapeutic means of accelerating functional re-
covery after nerve crush and nerve transection injuries.

Methods
Experimental Design

Twenty-five adult male Lewis rats were distributed 
randomly among 5 groups (I–V), with 5 animals in each 
group. Rats in all the groups underwent surgical implan-
tation of a wireless nerve stimulator. Group I animals 
served as the positive controls and underwent surgical ex-
posure of the sciatic nerve with no injury and implantation 
of a stimulator. Groups II–V served as the experimental 
groups; group II and III rats received a crush injury and 
underwent stimulator implantation, and group IV and V 
rats underwent a transection and repair and then stimu-
lator implantation. All animals in groups III (crush) and 
V (transection) received 1 hour of therapeutic electrical 
stimulation (2.5 V, 20 Hz) delivered immediately after 
surgery via the implanted wireless nerve stimulator. Fur-
thermore, all animals underwent weekly assessment of 
functional recovery through use of the stimulator to col-
lect electromyographic (EMG) signal recordings in dis-
tal musculature. At the terminal time point of 13 weeks, 
animals in all groups underwent terminal assessment of 
functional recovery and nerve regeneration as measured 
via evoked muscle force measurement. After this assess-
ment, each animal was killed, and its distal musculature 
was harvested to collect muscle mass data. All animal 
procedures were performed in strict accordance to the 
guidelines of the Division of Comparative Medicine and 
the Animal Studies Committee at Washington University 
School of Medicine in St. Louis.

Assembly of Implantable Wireless Nerve Stimulator
Wireless nerve stimulators were designed and con-

structed by Red Rock Laboratories. The stimulators con-
sisted of 3 components: 1) a receiver coil with a demodu-
lating circuit, 2) microwire leads, and 3) a silicone nerve 
cuff. The receiver coil (Fig. 1) comprised a spiral antenna, 
and surface mount components were soldered onto a flex-
ible printed circuit board (PCB) substrate to complete the 
demodulating circuitry. The receiver coils were tuned to 
a carrier frequency of 5 MHz and demodulated incoming 
signals. Two microwire leads, insulated with polytetra-
fluoroethylene and composed of Pt/Ir (Medwire, Sigmund 
Cohn Corp.), were soldered onto contact points of the PCB 
substrate to provide an electrical connection between the 
sciatic nerve and the receiver coil (Fig. 2). Uninsulated 
ends of the microwire leads were integrated into silicone 
nerve cuffs (inner diameter 2 mm, outer diameter 4 mm) 
to ensure robust peripheral nerve contact. After construc-
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tion, flexible receiver coils were potted in medical-grade 
silicone elastomer (type A) (Dow Corning). Completed 
wireless implants were sterilized with ethylene oxide gas 
before use in vivo. Modified class E oscillator circuits, 
tuned to the 5-MHz carrier frequency, powered and ac-
tivated the wireless nerve stimulators. Oscillator circuits 
were connected to circular transmitting coils and placed 

near the stimulators to provide inductive coupling and 
produce wireless power delivery to the implanted devices 
for peripheral nerve stimulation.

Sciatic Nerve Injury
Each animal was anesthetized with isoflurane (4% at 

induction, 2% throughout procedure) administered by in-

FIG. 1. Fabricated thin-film wireless receivers containing integrated spiral antennae, surface mount pads for fixation of tuning cir-
cuitry, and bonding sites for Pt/Ir leads. These thin-film receivers are a flexible, low-profile implant suitable for use in small rodent 
models. Figure is available in color online only.

FIG. 2. Left: Assembly of thin-film wireless receivers for in vivo implantation. Flexible thin-film receivers are bonded to Pt/Ir leads 
that are integrated into silicone nerve cuff electrodes sized for the rat sciatic nerve. Right: Implantable wireless nerve stimula-
tors are implanted subcutaneously in laboratory rats and interfaced with the sciatic nerve. Shown is an intraoperative view of 
the implanted wireless nerve stimulator. Silicone nerve cuff electrodes wired to flexible thin-film receivers were applied to the rat 
sciatic nerve and secured using 8-0 nylon suture to facilitate an intimate noncompressive interface between active Pt/Ir leads and 
peripheral nerve tissue. PDMS = polydimethylsiloxane. Figure is available in color online only.
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halation. The right sciatic nerve was exposed through a 
gluteal muscle–splitting incision. The animals in groups II 
and III received a reproducible crush injury 5 mm proxi-
mal to the sciatic nerve trifurcation using No. 5 Jeweler’s 
forceps applied twice for 30 seconds each. Group IV and 
V rats underwent sciatic nerve transection and repair 5 
mm proximal to the trifurcation. Nerves were transected 
with fine iris scissors and repaired via 10-0 nylon suture 
(Sharpoint, Surgical Specialties Corp.).

Implantation of Wireless Nerve Stimulator
Each animal underwent implantation of a wireless 

nerve stimulator (Fig. 2). A subcutaneous pocket was 
created on the back of the animal along the right leg to 
allow the wireless receiver to remain secured. The Pt/
Ir microwire leads were routed from the receiver to the 
exposed sciatic nerve. Silicone nerve cuffs were then se-
cured around the sciatic nerve 5 mm proximal to the site 
of injury and closed via 10-0 nylon suture (Fig. 2). After 
implantation, the layer of muscle fascia was closed using 
6-0 polyglactin (Vicryl, Ethicon), and the skin was closed 
with 4-0 nylon suture (Ethilon, Ethicon). The animals then 
were allowed to recover and monitored postoperatively 
before being returned to the animal housing facility.

Therapeutic Electrical Stimulation
After surgical implantation, wireless nerve stimula-

tors in groups III and V delivered electrical stimulation 
to interfaced sciatic nerves to determine its therapeutic 
effects after nerve injury. Each animal was anesthetized 
with isoflurane as described previously, and a wireless 
transmitter coil was placed over the animal to activate the 
implanted wireless receiver. The implanted receivers de-
livered cathodic monophasic impulses (amplitude 2.5 V, 
pulse duration 200 μsec) and were used to deliver brief 
electrical stimulation (duration 1 hour, amplitude 2.5 V, 
frequency 20 Hz) to injured sciatic nerves immediately af-
ter surgery in a manner consistent with that described for 
previous studies; wireless implants stimulated the injured 
sciatic nerve for a period of 1 hour at a frequency of 20 
Hz. Preliminary studies conducted in the laboratory us-
ing healthy animals that had not undergone nerve repair 
and had uninjured sciatic nerve tissue validated the idea 
that electrical stimulation of the nerve under these param-
eters effectively and reliably recruits nerve fibers over the 
1-hour period, as evidenced by muscle twitch and EMG 
measurements. After electrical stimulation, the animals 
were allowed to recover and returned to their enclosure.

Assessment of Functional Recovery: Serial Wireless 
Nerve Stimulation

Serial assessment of sciatic nerve recovery began 1 
week after surgery. Electromyograms of distal muscula-
ture were recorded by observers blinded to group allo-
cation. The animals were anesthetized as described pre-
viously, and a wireless transmitter coil was placed over 
each animal and centered over the implanted receiver to 
deliver cathodic monophasic electrical impulses to the sci-
atic nerve. The resulting electromyograms were recorded 
differentially through needle electrodes at muscles both 

proximal and distal to the implanted device, specifically, 
the gluteus maximus (GM), tibialis anterior (TA), gastroc-
nemius (GS), and plantaris (PL) muscles. Measured sig-
nals were band-pass filtered (low pass 1 Hz, high pass 5 
kHz, notch 60 Hz) and amplified by a factor of 1000 via 
a 2-channel microelectrode alternating current amplifier 
(model 1800, A-M Systems, Inc.). Filtered signals were 
then recorded onto a desktop PC equipped with custom 
data-acquisition software (Red Rock Laboratories). Base-
line EMG measurements in healthy age-matched animals 
that had no nerve injury inflicted were performed simi-
larly. EMG responses allowed for the mapping of stimu-
lus amplitudes and frequencies to construct recruitment 
curves and determine peak-to-peak amplitudes. This se-
rial assessment of EMG recordings and data acquisition 
was repeated weekly for 13 weeks after surgery, compa-
rable to the process followed in previous rodent nerve in-
jury studies.

Assessment of Functional Recovery: Evoked Muscle 
Force Measurement

At the terminal time point of 13 weeks after surgery, 
functional recovery of the sciatic nerve in all animals 
was determined by measuring force output in reinner-
vated musculature after stimulation of the nerve.16,25,30,41 
Animals were anesthetized as previously described and 
underwent surgical exposure of the distal tendons of the 
extensor digitorum longus (EDL) and TA muscles. The 
exposed tendons were then secured onto a stainless steel 
S hook at the musculotendinous junction using 5-0 nylon 
suture. Animals were secured into a custom-built func-
tional assessment station (FASt System, Red Rock Labo-
ratories), and the right leg was immobilized at the femoral 
condyles to isolate force production. The stainless steel 
S hook was then connected to a 5-N thin-film load cell 
(S100, Strain Measurement Devices, Inc.) supported on an 
adjustable mount. Hook electrodes fabricated from silver 
wire (0.0055-inch coated silver) (A-M Systems) were con-
nected to a stimulus isolator (model 2200, A-M Systems) 
and controlled by custom software (Red Rock Laborato-
ries) to deliver cathodic monophasic impulses (duration 
300 μsec, single-mode frequency 200 Hz, amplitude 0.5 
mA) to the sciatic nerve proximal to the injury site. Re-
sulting force production from the isolated EDL and TA 
muscles was transduced via the force sensor and recorded 
via the custom data-acquisition software.

Statistical Analysis
The results are reported as means ± standard deviation, 

unless stated otherwise. Statistica 6.0 (StatSoft) was used 
to perform the statistical analyses. Specifically, data nor-
mality was confirmed via the Kolmogorov-Smirnov test 
(p > 0.05). Comparisons between the experimental and 
control groups were performed using ANOVA with the 
Fisher least significant difference test with a statistical sig-
nificance of p < 0.05.

Results
Performance of Implantable Wireless Nerve Stimulators

Benchtop testing was performed by approximating 
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wireless transmitter coils and fabricated wireless nerve 
stimulators while measuring evoked stimulus output. 
Benchtop assessments revealed successful tuning and per-
formance of all fabricated implantable wireless receivers. 
All receivers had stable output (2.0–2.8 V at a 5.0-MHz 
carrier frequency) while using a carrier signal with a peak-
to-peak voltage (Vpp) of 10 (Fig. 3).

The wireless nerve stimulators were implanted to 
evaluate the ability of the devices to deliver therapeutic 
electrical stimulation to target nerves and provide simul-
taneous serial assessment of postoperative functional re-
covery. Twenty-five thin-film wireless nerve stimulators 
were implanted into adult male Lewis rats and attached 
to the sciatic nerve via integrated nerve cuff electrodes. 
These implanted devices successfully delivered brief 
electrical stimulation to target nerves in all the animals, 
as evidenced by proximal muscle activation during treat-
ment. The implanted devices also demonstrated stable 
and reliable recruitment of the interfaced peripheral nerve 
tissue during the course of the 13-week study in vivo, as 
evidenced by EMG recordings. All the implants were ob-
served to remain operational up to the 13-week terminal 
time point. Minimal fibrosis and encapsulation of the im-
planted device was noted in a majority of the rats.

Postoperative Serial Assessments of Nerve and Muscle 
Function

Serial activation of peripheral nerve tissue and inner-
vated musculature via the implanted wireless stimulators 
was performed to track functional recovery after periph-
eral nerve injury in rats that were and in those that were 
not receiving therapeutic electrical stimulation. Wireless 
activation of all the nerve stimulators elicited activation 
of musculature both proximal (GM) and distal (TA, EDL, 
GS, and PL) to the site of nerve injury, as evidenced by 
recorded EMG activity (Figs. 4–7). Serial EMG mea-
surements revealed various degrees of functional motor 
recovery over 13 weeks after injury and brief electrical 
stimulation.

Evoked electromyograms recorded in the control ani-
mals (no nerve injury) revealed consistent amplitudes 
throughout the duration of the study (GM 9.60 ± 0.24 mV, 
TA 10.31 ± 0.47 mV, GS 10.15 ± 0.45 mV, and PL 7.59 
± 0.38 mV). Consistent activation of musculature by the 
implanted wireless devices revealed the consistent nature 
of wireless nerve interfacing and the preservation of inter-

FIG. 3. Output voltage of potted wireless receivers after prolonged 
immersion in an aqueous bath of sterile saline. Submersion of potted 
receivers was performed to test the hermetic seal of implantable devices 
and confirm reliable repeatable activation of the constructed devices. 
Stable output of immersed receivers revealed reliable operation over 
prolonged periods of time in near-physiological conditions.

FIG. 5. Maximum amplitude of electromyograms evoked in the TA after 
electrical activation of uninjured, crushed, and cut-and-repaired sciatic 
nerves in both the presence and the absence of brief electrical stimula-
tion via the implanted wireless nerve stimulator. Mean values and SDs 
are shown. *p < 0.05 versus time-matched injury model with no electri-
cal stimulation. Figure is available in color online only.

FIG. 4. Maximum amplitude of electromyograms evoked in the GM after 
electrical activation of uninjured, crushed, and cut-and-repaired sciatic 
nerves in both the presence and the absence of brief electrical stimula-
tion via the implanted wireless nerve stimulator. Mean values and SDs 
are shown. *p < 0.05 versus time-matched injury model with no electri-
cal stimulation. Figure is available in color online only.
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faced peripheral nerve tissue and innervated musculature 
during long-term activation.

Directly after nerve crush and nerve transection in-
juries, evoked EMG responses revealed effective knock-
down of activation in musculature distal to the site of nerve 
injury (TA/crush 1.52 ± 0.69 mV, TA/cut 0.87 ± 0.56 mV, 
GS/crush 2.38 ± 0.65 mV, GS/cut 0.73 ± 0.49 mV, PL/crush 
1.25 ± 0.62 mV, and PL/cut 0.87 ± 0.47 mV). Evoked EMG 
responses in musculature proximal to the site of nerve in-
jury were affected minimally (GM/crush 7.67 ± 0.33 mV, 
GM/cut 7.34 ± 0.25 mV). Evoked EMG responses in mus-
culature after sham surgery similarly revealed a transient 
subacute reduction in EMG amplitude immediately after 
surgery (GM/sham 7.81 ± 0.41 mV, TA/sham 7.88 ± 0.76 
mV, GS/sham 6.87 ± 0.71 mV, and PL/sham 6.06 ± 0.65 
mV). Reductions in EMG amplitude after sham surgery 
were observed to resolve within 2 weeks of surgery.

Serial assessment further elucidated various time 
courses of functional motor recovery after nerve injury 
with or without therapeutic electrical stimulation. EMG 
responses in musculature proximal to the nerve injury re-
vealed no change in EMG amplitude, similar to that found 
after sham surgery (GM/sham 9.33 ± 0.49 mV, GM/crush 
8.32 ± 0.35 mV, GM/crush+stim 8.62 ± 0.50 mV, GM/cut 
8.45 ± 0.49 mV, and GM/cut+stim 8.80 ± 0.49 mV) (Fig. 
4). EMG recordings in GM muscle revealed preservation 
of 82.5%–98.2% of native function throughout the study 
irrespective of nerve injury or therapeutic modality (Table 
1). EMG recordings in proximal musculature revealed a 
negligible effect of brief electrical stimulation on healthy 
muscle tissue unaffected by nerve injury. EMG recording 
in proximal musculature further confirmed the ability of 
implanted wireless stimulators to maximally recruit inner-
vated musculature throughout the duration of the study.

Serial Assessment of Nerve and Muscle Function After 
Nerve Crush Injury

EMG recordings in TA and GS muscles revealed pro-
gressive functional recovery over 6 weeks after surgery. 
TA and GS muscles recovered 67.5% and 75.5% of native 
function 4 weeks after surgery, respectively, whereas PL 
muscles demonstrated recovery of only 49.2% of native 
function 4 weeks after surgery (Figs. 5–7). Serial EMG 
measurements revealed a reduced rate of functional re-
covery in the distal PL muscle compared with that of the 
more proximal TA and GS muscles. Thirteen weeks af-
ter surgery, TA, GS, and PL muscles demonstrated good 
functional recovery of motor function by regaining 96.4%, 
91.9%, and 91.8% of native function, respectively.

In the presence of brief electrical stimulation, EMG re-
sponses in musculature distal to the site of nerve crush in-
jury were increased significantly 2–4 weeks after surgery. 
EMG responses in TA and GS muscles 2 and 3 weeks 
after surgery in the presence of therapeutic electrical 
stimulation were significantly greater than in the absence 
of electrical stimulation (TA/crush 4.32 ± 0.66 mV, TA/
crush+stim 6.01 ± 0.59 mV [p = 0.002]; GS/crush 4.99 ± 
0.67 mV, GS/crush+stim 6.87 ± 0.58 mV [p = 0.002]) (Figs. 
5 and 6). EMG responses in PL muscles were significantly 
greater 2, 3, and 4 weeks after surgery in the presence of 
therapeutic electrical stimulation than in its absence (PL/

crush 3.64 ± 0.34 mV, PL/crush+stim 5.78 ± 0.35 mV [p = 
0.0005]) (Fig. 7). EMG recordings in TA, GS, and PL mus-
cles 4 weeks after surgery revealed recovery of, respec-
tively, 75.9%, 78.8%, and 78.1% of native function in the 
presence of therapeutic electrical stimulation and 67.5%, 
75.5%, and 49.2% of native function in the absence of 
therapeutic electrical stimulation (Table 1). At the termi-
nal time point, TA, GS, and PL muscles all showed near-
complete recovery of motor function in both the presence 
and the absence of therapeutic electrical stimulation.

Serial Assessment of Nerve and Muscle Function After 
Nerve Transection and Repair

EMG responses after transection injury revealed grad-
ual progressive recovery of function over the 13-week 
postoperative period without electrical stimulation. EMG 
recordings in TA and GS muscles revealed recovery of, 
respectively, 25.1% and 25.8% of native function 4 weeks 
after surgery, whereas PL muscles demonstrated recovery 
of only 20.4%. TA, GS, and PL muscles all demonstrated 
persistent motor deficits at the terminal time point, recov-
ering only 65.4%, 64.2%, and 66.8% of native function, 
respectively. Serial EMG assessment revealed variable 
rates of functional recovery in independent muscle groups, 
which highlights the delay in functional recovery experi-
enced by distal PL muscles compared to that by the more 
proximal TA and GS muscles.

EMG responses in musculature distal to the site of 
nerve transection and repair were increased significantly 
between 4 and 13 weeks after surgery in the presence of 
brief electrical stimulation compared to musculature ab-
sent brief electrical stimulation. EMG responses in TA and 
PL muscles between 3 and 13 weeks after surgery were 
significantly greater in the presence of therapeutic elec-

FIG. 6. Maximum amplitude of electromyograms evoked in the GS after 
electrical activation of uninjured, crushed, and cut-and-repaired sciatic 
nerves in both the presence and the absence of brief electrical stimula-
tion via the implanted wireless nerve stimulator. Mean values and SDs 
are shown. *p < 0.05 versus time-matched injury model with no electri-
cal stimulation. Figure is available in color online only.
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trical stimulation than in its absence (TA/cut 1.5 ± 0.49 
mV, TA/cut+stim 2.77 ± 0.48 mV [p = 0.01]; PL/cut 1.5 
± 0.44 mV, PL/cut+stim 2.76 ± 0.39 mV [p = 0.01]) (Figs. 
5 and 7). EMG responses in GS muscles between 4 and 
13 weeks after surgery were significantly greater in the 
presence of therapeutic electrical stimulation than in its 
absence (GS/cut 3.63 ± 0.50 mV, GS/cut+stim 5.86 ± 0.42 
mV [p = 0.0001]) (Fig. 6). EMG recordings in TA, GS, 
and PL muscles 4 weeks after surgery revealed recovery 
of, respectively, 35.4%, 38.3%, and 43.8% of native func-
tion in the presence of therapeutic electrical stimulation 
and 25.1%, 25.8%, and 20.4% in its absence (Table 1). At 
the 13-week postsurgery terminal time point, TA, GS, and 
PL muscles demonstrated recovery of, respectively, 79.0%, 
79.2%, and 90.0% of native function in the presence of 
therapeutic electrical stimulation and 65.4%, 64.2%, and 
66.8% in its absence.

Terminal Assessment of Nerve and Muscle Function
Measurements of evoked muscle force production and 

wet muscle mass were made. Behavioral observations of 
progressive motor functional recovery after induced nerve 
injury were consistent with those found in EMG record-
ings, yet verification of terminal EMG measurements via 
gold-standard neuromuscular methodologies was desired.

As shown in Fig. 8 at the terminal time point for crush 
injury, TA and EDL muscles with and those without thera-
peutic electrical stimulation elicited maximal tetanic force 
measurements equivalent to those of TA and EDL muscles 
distal to uninjured nerve (TA/sham 5.2 ± 1.0 N, TA/crush 
5.2 ± 1.5 N, TA/crush+stim 5.6 ± 1.5 N, EDL/sham 3.2 ± 
0.3 N, EDL/crush 3.3 ± 0.9 N, and EDL/crush+stim 3.4 ± 

0.7 N). Maximum twitch force measurements in TA and 
EDL muscles distal to the site of nerve crush injury with 
and in those without therapeutic electrical stimulation re-
vealed similar trends (TA/sham 2.2 ± 0.4 N, TA/crush 2.0 
± 0.2 N, TA/crush+stim 2.2 ± 0.5 N, EDL/sham 1.2 ± 0.2 
N, EDL/crush 1.3 ± 0.2 N, and EDL/crush+stim 1.2 ± 0.2 
N). No difference was observed between maximal tetanic 
force measurements obtained from TA and EDL muscles 
in the presence or the absence of therapeutic electrical 
stimulation.

In contrast, TA and EDL muscles distal to the site of 
nerve transection injury with and those without therapeu-
tic electrical stimulation elicited lower maximal tetanic 
force measurements than did TA and EDL muscles distal 
to uninjured nerve (TA/sham 5.2 ± 1.0 N, TA/cut 4.7 ± 0.7 
N, TA/cut+stim 4.8 ± 0.9 N, EDL/sham 3.2 ± 0.3 N, EDL/
cut 0.7 ± 0.2 N, and EDL/cut+stim 1.2 ± 0.2 N). Maxi-
mal twitch force measurements revealed a similar trend. 
Interesting to note is that EDL muscles had significantly 
higher maximal tetanic force measurements in the pres-
ence of therapeutic electrical stimulation than in its ab-
sence (EDL/cut 0.7 ± 0.2 N, EDL/cut+stim 1.2 ± 0.2 N [p 
= 0.031]).

Measurements of wet muscle mass revealed trends 
similar to those observed with force measurements. TA 
and EDL muscles distal to the site of nerve crush injury 
with and those without therapeutic electrical stimulation 
possessed masses similar to those of TA and EDL mus-
cles distal to uninjured nerve (TA/sham 1.10 ± 0.20 g, TA/
crush 1.05 ± 0.13 N, TA/crush+stim 1.06 ± 0.15 N, EDL/
sham 0.37 ± 0.06 N, EDL/crush 0.28 ± 0.03 N, and EDL/

TABLE 1. Overview of functional recovery observed in rat 
musculature over various postoperative recovery times after 
nerve crush or transection injuries in the presence or absence of 
brief electrical stimulation

Muscle Injury Type
Postop Week

1 4 8 13

GM Crush 98.2 89.8 82.5 89.3
Crush+stim 96.5 94.9 88.1 93.3
Transection 94.0 91.6 87.4 86.5
Transection+stim 98.0 91.1 96.0 95.7

GS Crush 34.6 75.5 92.1 91.9
Crush+stim 42.8 78.8 92.9 100.4
Transection 10.6 25.8 49.9 64.2
Transection+stim 9.9 38.3 65.8 79.2

TA Crush 19.3 67.5 89.8 96.4
Crush+stim 31.1 75.9 88.3 100.3
Transection 11.1 25.1 47.6 65.4
Transection+stim 11.5 35.4 64.2 79.0

PL Crush 20.6 49.2 81.8 91.8
Crush+stim 35.3 78.1 101.9 102.9
Transection 14.4 20.4 47.1 66.8
Transection+stim 15.0 43.8 66.9 90.0

Values are presented as percentage of recovery compared to that seen in 
rats that underwent sham surgery, as measured by maximal EMG amplitudes 
obtained at the corresponding time points.

FIG. 7. Maximum amplitude of electromyograms evoked in the PL after 
electrical activation of uninjured, crushed, and cut-and-repaired sciatic 
nerves in both the presence and the absence of brief electrical stimula-
tion via the implanted wireless nerve stimulator. Mean values and SDs 
are shown. *p < 0.05 versus time-matched injury model with no electri-
cal stimulation. From Ray et al: An update on addressing important 
peripheral nerve problems: challenges and potential solutions. Acta 
Neurochir (Wien) 159:1765–1773, 2017. Published with permission. Fig-
ure is available in color online only.
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crush+stim 0.31 ± 0.06 N) (Fig. 9). TA and EDL muscles 
distal to the site of nerve transection injury had lower 
masses than TA and EDL muscles distal to uninjured 
nerve (TA/sham 1.10 ± 0.20 g, TA/cut 0.88 ± 0.18 N, TA/
cut+stim 0.94 ± 0.15 N, EDL/sham 0.37 ± 0.06 N, EDL/
cut 0.16 ± 0.03 N, and EDL/cut+stim 0.16 ± 0.02 N). TA 
muscles distal to the site of nerve transection injury had 
higher terminal muscle mass in the presence of therapeu-
tic electrical stimulation than in its absence, although no 
significant differences were observed.

Discussion
Therapeutic electrical stimulation represents a nonphar-

macologic adjunct for potentially improving peripheral 
nerve regeneration. Previous studies conducted by Gordon 
and coworkers4,5,18 found that brief electrical stimulation 
of damaged peripheral nerve tissue can induce proregen-
erative phenotypes and accelerate functional recovery in 
vivo. Brief electrical stimulation of injured axons has been 
shown to increase cyclic AMP and activate protein kinase 
A in neuronal cell bodies and thereby enhance axonal 
outgrowth.19 Therapeutic electrical stimulation has been 
shown also to enhance nerve regeneration and functional 

recovery in rodent and human models.4,5,18 Yet, current 
techniques for applying therapeutic electrical stimulation 
are limited by the use of nerve hook or wire electrodes 
applied directly to the target nerve during open surgical 
repair of the injured nerve.

This report provides the first description of a novel im-
plantable wireless nerve stimulator that enables success-
ful delivery of therapeutic electrical stimulation to injured 
nerve tissue as a means of accelerating functional recov-
ery in vivo. Brief electrical stimulation was applied to 
peripheral nerve tissue via a wireless implant after nerve 
crush and nerve transection injuries. These wireless nerve 
stimulators then were used to facilitate serial assessment 
of neuromuscular function after surgery in individual ani-
mals. Therapeutic electrical stimulation after nerve crush 
and nerve transection injuries was shown to accelerate 
functional recovery in multiple muscles below the level of 
injury and improve terminal motor recovery after nerve 
transection and repair. Altogether, these results suggest 
that this wireless implant system provides a unique and 
effective method of delivering therapeutic electrical stim-
ulation to injured peripheral nerve tissue and a clinically 
relevant means of accelerating functional nerve regenera-
tion after nerve injury.

In the absence of therapeutic electrical stimulation, 
functional recovery after nerve crush injury was observed 
over 6–8 weeks after surgery, and complete functional 
recovery was seen by 13 weeks. The rates of functional 
recovery observed in the absence of electrical stimulation 
matched those reported in previous studies, wherein com-
plete functional recovery was observed 4–8 weeks after 
nerve crush injury.43 In contrast, the application of brief 
electrical stimulation directly after nerve crush injury was 
found to significantly increase functional recovery over 
2–4 weeks after surgery. The increased rate of functional 
recovery observed in animals after nerve crush injury and 
brief electrical stimulation is consistent with that in pre-
vious reports that documented the positive effect of brief 
electrical stimulation after nerve crush and nerve com-
pression injuries.18 It is important to note that although 

FIG. 9. Wet mass of TA and EDL muscles after sham surgery (no nerve 
injury), crush injury of the sciatic nerve, and cut-and-repair injury of the 
sciatic nerve in both the presence and the absence of brief electrical 
stimulation. Mean values and SDs are shown. *p < 0.05 versus time-
matched injury model with no electrical stimulation.

FIG. 8. Maximum isometric twitch forces (upper) and maximum isomet-
ric tetanic forces (lower) evoked by TA and EDL muscles after stimula-
tion of uninjured, crushed, and cut-and-repaired sciatic nerves in both 
the presence and the absence of brief electrical stimulation via the im-
planted wireless nerve stimulator. Mean values and SDs are shown. *p < 
0.05 versus time-matched injury model with no electrical stimulation.
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brief electrical stimulation accelerated acute functional 
recovery 2–4 weeks after nerve crush injury, therapeutic 
stimulation did not affect terminal functional recovery 
13 weeks after surgery. Near-complete recovery of EMG 
and muscle force production in all animals after nerve 
crush injury provide additional evidence that brief electri-
cal stimulation serves to accelerate the rate of functional 
nerve regeneration rather than to encourage supraphysi-
ological innervation or activation of distal musculature.

Brief electrical stimulation applied via an implanted 
wireless nerve stimulator was observed also to accelerate 
functional recovery after nerve transection and repair. The 
use of wireless implants to track functional recovery in 
rodent nerve transection-and-repair models revealed vari-
ous rates of recovery across motor targets in the presence 
and in the absence of brief electrical stimulation. In the 
absence of therapeutic electrical stimulation, progressive 
functional recovery was observed during the 13-week 
postsurgery recovery period. Persistent functional deficits 
observed at the terminal time point ranged from 40% to 
60% maximal force production and were consistent with 
results of previous studies in which deficits were attributed 
to residual denervated muscle fibers.22,40,43 However, the 
application of brief electrical stimulation after nerve tran-
section significantly increased functional recovery after 4 
weeks postsurgery. Improvements in functional recovery 
observed after brief electrical stimulation applied via the 
wireless nerve stimulator were similar to those achieved 
in previous studies that used conventional nerve hook 
electrodes and microwires.18 These results suggest that de-
livery of therapeutic electrical stimulation via a wireless 
nerve stimulator and proven methods of direct electrical 
stimulation are equally effective.

Unlike the acute transient response observed after 
nerve crush injury, brief electrical stimulation after nerve 
transection injury resulted in a long-lasting proregenera-
tive effect that subsisted for the full length of the study. 
These results suggest that the positive therapeutic effect of 
brief electrical stimulation can last well beyond the initial 
dosing, a point highlighted in previous animal and human 
model study reports.4,5,18 The long-term effect of brief elec-
trical stimulation was observed to be more prominent in 
musculature distal to the site of nerve injury (PL muscle) 
than in musculature proximal to the site of nerve injury 
(TA and GS muscles). While confirming subtle differ-
ences in the time courses of functional recovery related 
to the distance of axonal outgrowth, these results provide 
further evidence that electrical stimulation can accelerate 
the rate of axonal regeneration and the speed of muscle 
reinnervation.

Aside from effectively delivering therapeutic electrical 
stimulation, this system of thin-film wireless implants of-
fers multiple advantages over existing methods of periph-
eral nerve interfacing. Because of the low profile and im-
plantable nature of the device, our system can be simply 
deployed either at the time of peripheral nerve repair or at 
any time after surgery. After initial implantation, the wire-
less system provides a simple means of interfacing target 
nerves with optimal specificity and temporal control with-
out requiring repeat placement of transcutaneous leads. 
Improved efficiency and specificity might ultimately result 

in improved clinical translation or future optimization of 
clinical treatment of peripheral nerve injuries. Future stud-
ies should examine the effect of brief electrical stimulation 
on the number and quality of regenerated axons as evalu-
ated via histopathology and the optimal timing and dura-
tion of electrical stimulation after nerve injury.

Conclusions
The results of this study highlight the ability of a novel 

thin-film wireless implant to successfully deliver therapeu-
tic electrical stimulation to injured peripheral nerve tissue 
and accelerate functional recovery. Compared with trans-
cutaneous or percutaneous approaches, wireless nerve 
stimulators offer a completely implantable solution devoid 
of connecting wires and provide a lower risk of chronic 
infection. The absence of a solid-state power supply on the 
implantable stimulator increases the range of clinical ap-
plications by reducing the overall profile of the device. The 
passive nature of the implantable stimulator also offers 
greater safety and biocompatibility than battery-powered 
implants. Flexible and repeatable interfacing of targeted 
nerve tissue by an implanted wireless device might also 
facilitate new paradigms of therapeutic electrical stimula-
tion that extend beyond the operating room. The use of 
implantable wireless stimulators might yield opportunities 
for repeat dosing of therapeutic electrical stimulation dur-
ing postoperative recovery. Although yet unexplored, such 
techniques might facilitate improved clinical outcomes 
beyond those outlined in previous studies and leverage di-
rect intraoperative nerve stimulation. Our wireless implant 
system might be ideally suited for eventual clinical trans-
lation and use in a variety of nerve-interfacing scenarios. 
We expect that ongoing work will further improve the cur-
rent design and result in a clinically relevant platform that 
can be translated into the clinic.
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