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Sacral neoplasms with an aggressive nature or diffuse 
infiltration may require en bloc resection to achieve 
the longest disease-free survival.16 En bloc resections 

may require a complete removal of the sacrum, or total sa-
crectomy, which not only disrupts the continuity between 

the lumbar spine and pelvis but also destabilizes the bio-
mechanical integrity of the spinal column. In a technical 
note in 1997, the first total sacrectomy reconstruction tech-
nique performed using a Galveston L-rod was described.7 
The instrumentation technique was adopted from Allen 
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OBJECTIVE Aggressive sacral tumors often require en bloc resection and lumbopelvic reconstruction. Instrumentation 
failure and pseudarthrosis remain a clinical concern to be addressed. The objective in this study was to compare the 
biomechanical stability of 3 distinct techniques for sacral reconstruction in vitro.
METHODS In a human cadaveric model study, 8 intact human lumbopelvic specimens (L2–pelvis) were tested for flex-
ion-extension range of motion (ROM), lateral bending, and axial rotation with a custom-designed 6-df spine simulator as 
well as axial compression stiffness with the MTS 858 Bionix Test System. Biomechanical testing followed this sequence: 
1) intact spine; 2) sacrectomy (no testing); 3) Model 1 (L3–5 transpedicular instrumentation plus spinal rods anchored 
to iliac screws); 4) Model 2 (addition of transiliac rod); and 5) Model 3 (removal of transiliac rod; addition of 2 spinal rods 
and 2 S-2 screws). Range of motion was measured at L4–5, L5–S1/cross-link, L5–right ilium, and L5–left ilium. 
RESULTS Flexion-extension ROM of the intact specimen at L4–5 (6.34° ± 2.57°) was significantly greater than in Mod-
el 1 (1.54° ± 0.94°), Model 2 (1.51° ± 1.01°), and Model 3 (0.72° ± 0.62°) (p < 0.001). Flexion-extension at both the L5–
right ilium (2.95° ± 1.27°) and the L5–left ilium (2.87° ± 1.40°) for Model 3 was significantly less than the other 3 cohorts 
at the same level (p = 0.005 and p = 0.012, respectively). Compared with the intact condition, all 3 reconstruction groups 
statistically significantly decreased lateral bending ROM at all measured points. Axial rotation ROM at L4–5 for Model 
1 (2.01° ± 1.39°), Model 2 (2.00° ± 1.52°), and Model 3 (1.15° ± 0.80°) was significantly lower than the intact condition 
(5.02° ± 2.90°) (p < 0.001). Moreover, axial rotation for the intact condition and Model 3 at L5–right ilium (2.64° ± 1.36° 
and 2.93° ± 1.68°, respectively) and L5–left ilium (2.58° ± 1.43° and 2.93° ± 1.71°, respectively) was significantly lower 
than for Model 1 and Model 2 at L5–right ilium (5.14° ± 2.48° and 4.95° ± 2.45°, respectively) (p = 0.036) and L5–left 
ilium (5.19° ± 2.34° and 4.99° ± 2.31°) (p = 0.022). Last, results of the axial compression testing at all measured points 
were not statistically different among reconstructions.
CONCLUSIONS The addition of a transverse bar in Model 2 offered no biomechanical advantage. Although the imple-
mentation of 4 iliac screws and 4 rods conferred a definitive kinematic advantage in Model 3, that model was associated 
with significantly restricted lumbopelvic ROM.
https://thejns.org/doi/abs/10.3171/2017.2.SPINE161128
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and Ferguson, who used the Galveston L-rod to correct 
scoliotic deformities.1 In the technical note, it was demon-
strated that following a total sacrectomy, a pedicular, seg-
mental fixation of the lumbar spine can communicate with 
the ilia together with a Galveston L-rod. This bilateral liai-
son between the lumbar spine and the pelvis is completely 
independent of any sacral fixation points.

As lumbopelvic fixation techniques and theories con-
tinue to develop, further understanding in terms of their 
comparative biomechanical properties is necessary. Al-
though the goal of the reconstruction techniques is to 
achieve optimal biomechanical spinopelvic stability and 
promote a successful spinal arthrodesis, clinical and radio-
graphic evidence has indicated that instrumentation failure 
and loosening remains a clinical concern.6,17,18

Using a human cadaveric model, the purpose of this in 
vitro investigation was to 1) compare the multidirectional 
biomechanical properties at the lumbosacral and lumbo-
pelvic junctions of 3 different reconstruction techniques 
following total sacrectomy, and 2) quantify the axial and 
anteroposterior shear translations of the L-5 vertebral 
body relative to the pelvis under direct axial compressive 
loading.

Methods
Specimen Preparation

A total of 8 fresh-frozen human lumbopelvic specimens 
(L2–pelvis) were harvested en bloc and stored at -20°C 
in the biomechanics laboratory. Prior to biomechanical 
analysis, standard anteroposterior fluoroscopic images 
were obtained to exclude specimens demonstrating inter-
vertebral disc or osseous pathology. Bone mineral density 
([BMD], g/cm3) scans were conducted using a Lunar Prod-
igy Scanner 8743 (GE Medical Systems) to calculate the 
BMD within the lower lumbar levels (L2–5). Consistent 
with established guidelines, normal BMD is designated by 
a T-score > -1 g/cm3; for osteopenia BMD is a T-score be-
tween -1 g/cm3 and -2.5 g/cm3; and for osteoporosis BMD 
is a T-score < -2.5 g/cm3.8 In preparation for biomechani-
cal testing, the L-2 vertebral body was secured in a rectan-
gular tubing foundation by using 4, four-point compression 
screws. The inferior half of the pelvic girdle was then po-
sitioned in a large rectangular configuration container and 
transfixed using six to eight 6-mm-diameter Steinmann 
pins in the coronal and sagittal planes. Six Plexiglas light-
emitting diode (LED) motion-detection markers were 
placed in the following locations: 1) L-4 and L-5 vertebral 
bodies (n = 2); 2) right sacral ala (n = 1); 3) right and left 
iliac wings (n = 2), and an additional marker was placed 
on the container base (n = 1). The markers were equipped 
with 3 noncollinear LEDs designed for detection by an 
optoelectronic motion measurement system (OptoTrak 
3020 System). Following reconstruction, the right sacral 
ala LED marker was secured to the posterior instrumenta-
tion construct via attachment to the transverse connector; 
this marker measured the strength of the instrumentation 
connecting the spine to the pelvis. This marker therefore 
reflects the strength of the closed pelvic ring: sacrum plus 
sacroiliac ligament (substituted by L5–ilium instrumenta-
tion), ilium, and pubis.

Biomechanical Testing
The 3D multidirectional flexibility testing was per-

formed using a custom-designed 6-df spine simulator 
(Fig. 1 left). The 3D peak range of segmental motions in 
the lower lumbar (L4–5), lumbosacral (L5–S1), and lum-
bopelvic (L5–left or L5–right iliac wings) regions was 
quantified in Euler angles (degrees rotation) by using an 
OptoTrak 3020 Motion Analysis System (Northern Digi-
tal, Inc.) interfaced with a Dell Dimension XPS T500 per-
sonal computer. All 8 lumbopelvic specimens were non-
destructively tested under 6 sequential loading conditions, 
including flexion-extension (± x-axis rotation, ± 12.5 Nm), 
lateral bending (± z-axis rotation, ± 12.5 Nm), and axial 
rotation (± y-axis rotation, ± 12.5 Nm), using an uncon-
strained, pure-moment load at a rate of 3°/second. Each 
rotational test was repeated for 3 loading and unloading 
cycles, with data from the third cycle used for computa-
tional analysis.

Axial Compression Testing
Using an MTS 858 Bionix Test System, axial compres-

sion testing was then performed from 0 to -500 N at a 
constant load/unload rate of 50 N/second and repeated for 
3 loading and unloading cycles, with data from the third 
cycle used for computational analysis (Fig. 1 right). Testing 
was performed for the intact spine and 3 subsequent sa-
crectomy reconstruction procedures. Specimens were co-
piously moistened using 0.9% sodium chloride (normal sa-
line) irrigation solution throughout the testing procedures.

Specimen Destabilization and Reconstruction Procedures
All 8 intact lumbopelvic specimens were biomechani-

cally tested under the intact condition prior to undergoing 
instrumentation. Each specimen was then instrumented 
with transpedicular titanium screw-rod instrumentation 
(Expedium System; DePuy Synthes Spine, Inc.) extend-
ing from L-3 to L-5 by using 7-mm-diameter × 45-mm-

FIG. 1. Representative anterior views of 2 intact lumbopelvic specimens 
undergoing nondestructive multidirectional flexibility testing using a 6-df 
spine simulator (left); and axial compression testing using an MTS 858 
Bionix Test System (right). Note that for both testing conditions, the 
compression screws of the superior fixation container were tightened 
directly against the rods at the L-2 vertebral level to ensure that load ap-
plication was directed through the instrumentation and not the uninstru-
mented proximal adjacent levels. Figure is available in color online only.
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length screws and standard technique for pedicle screw 
placement. The posterior regions of the iliac wings, sacral 
cortex, and sacroiliac joint (SIJ) margins were then care-
fully cleared of residual musculature such that the first and 
second sacral foramen and SIJs were easily identified. A 
total of 4 tunnels were then prepared in the iliac wings 
(2 per side) to be used for iliac screw purchase following 
sacrectomy. The first set of bilateral tunnels originated just 
lateral to the second sacral foramen and were directed an-
terolaterally between the iliac cortical tables just superior 
to the sciatic notch, to a depth of 100 mm from the poste-
rior margin. The second set of tunnels originated lateral to 
the first sacral foramen at the posterior superior iliac spine, 
and were directed anterolaterally and inferiorly between 
the iliac cortical tables. The central region of the ilium as 
viewed from the sagittal plane is thin, so every attempt was 
made to obtain screw purchase within the dense, boney 
structure superior to the acetabulum. Screw tunnels were 
prepared using a Lenke pedicle probe in the appropriate 
trajectory, and did not cross paths.

Following pedicle screw instrumentation of the lumbar 
spine and bilateral iliac screw-hole preparation, the sacrec-
tomy procedure was performed. With the pelvis firmly 
secured to the 6-df platform, osteotomes were inserted 
and directed through the SIJs from the posterior to ante-
rior pathway. The L5–S1 intervertebral disc was sectioned 
from the anterior direction and included transection of the 
entire intervertebral disc and spinal cord. Final transection 
of the bilateral articular facets at L5–S1 was performed 
from the posterior direction by using an osteotome, and the 
sacrum was removed en bloc from L-5 and the iliac wings.

Reconstruction Treatment Groups
Model 1

Following sacrectomy, the superior iliac screw tun-
nels were tapped, followed by implantation of 8-mm × 
80-mm screws, such that the polyaxial screw heads were 
firmly embedded into the posterior iliac cortex. Bilateral 
rods (5.5 mm, titanium) were then contoured as needed, 
implanted extending from L-3, L-4, and L-5, and firmly 
attached to the bilateral iliac screws according to the 
manufacturer’s guidelines for screw-tightening torques. 
The rods extended superior to L-3, which permitted the 
compression screws of the superior fixation container to 
be tightened directly against the rods. This ensured that 
the load application was directed through the instrumenta-
tion and not the proximal uninstrumented level. A cross-
link was then implanted between the rods at L-5 and the 
iliac screws, and was securely tightened according to the 
manufacturer’s guidelines. The LED OptoTrak marker 
originally attached to S-1 was reattached to the cross-link. 
This reconstruction method (Model 1, Fig. 2) was biome-
chanically evaluated using the loads previously applied to 
the intact spine condition.

Model 2
Following biomechanical testing of Model 1, a trans-

verse titanium iliac bar (5.5-mm diameter) was implanted 
through and spanning the posterior iliac wings. Two holes 
(1 per ilium) 5 mm in diameter were placed through the 
posterior iliac wings and located superior to the previously 

implanted iliac screws. Using a compression-distraction 
instrument and 2 rod connectors, the iliac wings were 
compressed along the bar and secured using rod connec-
tors on the lateral aspects of the implanted bar. This recon-
struction method (Model 2, Fig. 3) was biomechanically 
evaluated using the loads previously applied to the intact 
spine condition.

Model 3
Following biomechanical testing of Model 2, the trans-

iliac rod was removed. The inferior iliac screw tunnels 
were tapped, followed by implantation of 10- × 100-mm 
iliac screws to a depth such that the polyaxial screw heads 
permitted attachment to the medial rods. Two additional 
bilateral rods (5.5-mm, titanium) were then contoured as 
needed and implanted medial to the existing rods, and at-
tached using rod connectors at the L3–4, L4–5, and L5–
proximal iliac screw junctions. The medial rods were se-
cured to the inferior iliac screws and the entire assembly 
was tightened according to the manufacturer’s guidelines. 
The rods extended superior to L-3, which permitted the 
compression screws of the superior fixation container to 
be tightened directly against the rods. This ensured that 
the load application was directed through the instrumenta-
tion and not the proximal uninstrumented level. A cross-
link was implanted between the medial rods and located 
between the superior and inferior iliac screws. The LED 
OptoTrak marker originally attached to S-1 was reattached 
to the cross-link. This reconstruction method (Model 3, 
Fig. 4) was biomechanically evaluated using the loads pre-
viously applied to the intact spine condition.

FIG. 2. Model 1. Representative posterior view of the reconstruction 
procedure using bilateral iliac screws (1 per ilium) attached to pedicle 
screw-rod instrumentation from L-3 to L-5 (A). Representative antero-
posterior (B) and lateral (C) fluoroscopic images are shown demonstrat-
ing purchase locations of the transpedicular and iliac screws. Note that 
the bilateral posterior rods are secured using compression screws on 
the superior fixation container. Figure is available in color online only.
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In summation, following analysis and biomechanical 
testing of the intact spine, each of the lumbopelvic speci-
mens underwent a complete sacrectomy and reconstruc-
tion according to the following testing sequence: 1) intact 
spine; 2) sacrectomy (no testing); 3) reconstruction Model 
1; 4) reconstruction Model 2; and 5) reconstruction Model 
3 (Figs. 2–4). A total of 8 lumbosacral spines underwent 
biomechanical testing in this investigation, with the 3D 
range of motion (ROM), axial, and anteroposterior trans-
lation load-displacement properties assessed for the intact 
spine and 3 reconstruction groups.

Data and Statistical Analysis
For the 6 main motions—corresponding to the mo-

ments applied—the operative-level segmental ROM was 
calculated as the sum of the neutral zone (NZ) and elastic 
zone (EZ) (i.e., NZ + EZ = ROM), and represented the 
peak total ROM (Euler angles rotation) at the third load-
ing cycle. The expressed degrees rotation (NZ and ROM) 
(flexion-extension ± x-axis, lateral bending ± z-axis, and 
axial rotation ± y-axis) for multidirectional flexibility 
analysis is according to the 3D conceptual framework of 
White and Panjabi.19 For the intact condition, L4–5, L5–
S1, L5–left ilium, and L5–right ilium rotational motions 
were quantified. Following reconstruction, the L5–S1 mo-
tion was replaced with the L5–instrumentation construct 
(L5–cross-link) motion. The anteroposterior shear (± 
z-axis) and axial compression (± y-axis) translations (in 
millimeters) of L4–5, L5–S1 (or L5–cross-link), L5–left 

ilium, and L5–right ilium were compared between the 3 
reconstructions and the intact spine. As a final test, the 
L5–pelvis (lumbopelvic) segmental ROM data were cor-
related with specimen BMD (in grams/cubic centimeters) 
data by using linear regression analysis and Pearson’s r2 
test. All data are expressed in absolute values (in degrees 
and millimeters). Descriptive statistics are expressed as 
the mean ± SD. All numerical comparisons were per-
formed with 1-way ANOVA among all 4 cohorts: intact 
spine, Model 1, Model 2, and Model 3. Statistical signifi-
cance was set at p < 0.05.

Results
Specimen Reconstruction Procedures

A total of 8 fresh-frozen human lumbar specimens 
(L2–pelvis) with an average donor age of 71.6 years (range 
53–88 years) were harvested en bloc and used in this in-
vestigation. The mean BMD of the specimens was 0.908 
± 0.181 g/cm3 (range 0.623–1.128 g/cm3) (Table 1). Linear 
regression and correlation analysis were used to compare 
lumbar vertebral body BMD and range of segmental mo-
tion between L-5 and the pelvis. Linear regression analysis 
of BMD versus L5–ilium segmental ROM did not indicate 
a significant correlation for any condition, reconstruction, 
or loading mode. All 8 sacrectomy procedures and subse-
quent lumbopelvic reconstructions were successfully per-
formed. There were no cases of pedicle wall violation or 
ilium disruption.

FIG. 3. Model 2. Representative posterior view of the reconstruction 
procedure using bilateral iliac screws (1 per ilium) attached to pedicle 
screw-rod instrumentation from L-3 to L-5, and iliac crossbar (A). Rep-
resentative anteroposterior (B) and lateral (C) fluoroscopic images are 
shown demonstrating purchase locations of the transpedicular screws, 
iliac screws, and crossbar. Note that the bilateral posterior rods are 
secured using compression screws on the superior fixation container. 
Figure is available in color online only.

FIG. 4. Model 3. Representative posterior view of the reconstruction 
procedure using bilateral iliac screws (2 per ilium) attached to pedicle 
screw–4-rod instrumentation from L-3 to L-5 (A). Representative antero-
posterior (B) and lateral (C) fluoroscopic images are shown demonstrat-
ing purchase locations of the transpedicular and iliac screws. Note that 
the bilateral posterior rods are secured using compression screws on 
the superior fixation container. Figure is available in color online only.
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Flexion-Extension (± x-axis)
Under flexion-extension loading, the mean flexion-ex-

tension ROMs at L4–5 in Model 1 (1.54° ± 0.94°), Model 
2 (1.51° ± 1.01°), and Model 3 (0.72° ± 0.62°) were signifi-
cantly lower than the intact condition (6.34° ± 2.57°) (p < 
0.001) (Table 2). Furthermore, compared with the intact 
condition (5.56° ± 3.28°), ROM at the L5–right ilium sig-
nificantly increased in Model 1 (7.93° ± 2.77°) and Model 
2 (7.03° ± 2.88°), but significantly decreased in Model 3 
(2.95° ± 1.27°) (p = 0.005). Similar differences were ob-
served at the L5–left ilium (p = 0.012), indicating that 
the stability at the L5–iliac communication decreases in 
Models 1 and 2 and increases in Model 3.

Lateral Bending (± z-axis)
All 3 reconstruction groups (Models 1, 2, and 3) sig-

nificantly decreased, statistically, lateral bending ROM 
compared with the intact condition at all measured points: 
L4–5 (intact, 6.68° ± 3.81°) (p < 0.001), L5–S1/cross-link 
(intact, 4.62° ± 2.37°) (p < 0.001), L5–right ilium (intact, 

4.95° ± 2.41°) (p < 0.001), and L5–left ilium (intact, 4.92° 
± 2.37°) (p < 0.001) (Table 2).

Axial Rotation (± y-axis)
The axial rotation ROM at L4–5 for Model 1 (2.01° 

± 1.39°), Model 2 (2.00° ± 1.52°), and Model 3 (1.15° ± 
0.80°) was significantly lower statistically than the intact 
condition (5.02° ± 2.9°) (p < 0.001) (Table 2). At the L5–
S1/cross-link, the axial rotation did not vary significant-
ly between the intact and reconstructed conditions (p = 
0.791). The mean axial rotation at the L5–right ilium was 
significantly higher for Model 1 (5.14° ± 2.48°) and Model 
2 (4.95° ± 2.45°) in comparison with the intact condition 
(2.64° ± 1.36°) and Model 3 (2.93° ± 1.68°) (p = 0.036). 
Similarly, the mean ROM at the L5–left ilium was sig-
nificantly higher for Model 1 (5.19° ± 2.34°) and Model 2 
(4.99° ± 2.31°) in comparison with the intact model (2.58° 
± 1.43°) and Model 3 (2.93° ± 1.71°) (p = 0.022).

Axial Compression Testing
Axial compression testing using an MTS 858 Bionix 

Test System was performed on all specimens for each 
treatment, except specimen No. 8, for the Models 1 and 2 
reconstructions due to concerns about bone quality at the 
time of instrumentation. Furthermore, these models had a 
BMD of 0.62 g/cm3, which is considered in the lower range 
of normal. Statistical comparisons across treatment condi-
tions for axial compression translation (± y) and antero-
posterior shear (± z) at L4–5, L5–S1/cross-link, L5–left 
ilium, and L5–right ilium were not statistically different 
among all 4 cohorts: intact specimen and reconstruction 
Models 1, 2, and 3 (p > 0.05) (Table 3).

Discussion
In aggressive and infiltrative tumors of the sacrum, a 

total sacrectomy may confer the highest probability of 

TABLE 1. Demographic data for 8 human cadaveric specimens

Specimen No. Sex Age (yrs) BMD (g/cm3)

1 F 53 0.694
2 M 61 1.06
3 M 71 0.837
4 F 76 0.925
5 M 88 1.062
6 M 74 1.128
7 M 65 0.931
8 M 85 0.623
Mean 71.6 0.908
SD 11.8 0.181

TABLE 2. Multidirectional flexibility ROM (°) in 8 cadaveric lumbopelvic specimens

ROM Intact Model 1 Model 2 Model 3 p Value*

Flexion-extension
 L4–5 6.34 ± 2.57 1.54 ± 0.94 1.51 ± 1.01 0.72 ± 0.62 <0.001
 L5–S1/cross-link 4.71 ± 2.90 4.06 ± 1.68 3.56 ± 1.03 2.22 ± 0.99 0.066
 L5–rt ilium 5.56 ± 3.28 7.93 ± 2.77 7.03 ± 2.88 2.95 ± 1.27 0.005
 L5–lt ilium 5.48 ± 3.28 7.77 ± 3.09 6.83 ± 3.29 2.87 ± 1.40 0.012
Lateral bending
 L4–5 6.68 ± 3.81 0.76 ± 0.57 0.57 ± 0.31 0.32 ± 0.38 <0.001
 L5–S1/cross-link 4.62 ± 2.37 1.11 ± 0.67 0.80 ± 0.46 0.43 ± 0.31 <0.001
 L5–rt ilium 4.95 ± 2.41 2.36 ± 1.30 2.18 ± 1.25 1.06 ± 0.52 <0.001
 L5–lt ilium 4.92 ± 2.37 2.33 ± 1.28 2.18 ± 1.25 1.00 ± 0.46 <0.001
Axial rotation
 L4–5 5.02 ± 2.90 2.01 ± 1.39 2.00 ± 1.52 1.15 ± 0.80 <0.001
 L5–S1/cross-link 2.26 ± 1.33 2.02 ± 1.49 2.22 ± 1.70 1.58 ± 1.43 0.791
 L5–rt ilium 2.64 ± 1.36 5.14 ± 2.48 4.95 ± 2.45 2.93 ± 1.68 0.036
 L5–lt ilium 2.58 ± 1.43 5.19 ± 2.34 4.99 ± 2.31 2.93 ± 1.71 0.022

* Calculated from 1-way ANOVA.
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en bloc resections with negative margins and, thus, a pro-
longed disease-free survival. Great strides in lumbopelvic 
reconstructions have been set in motion since the first de-
scription of the total sacrectomy reconstruction technique 
in 1997, with surgeons seeking to perfect this technique. In 
2008, an alternative lumbopelvic fixation method was sug-
gested, in which the pelvic ring was reestablished with a 
transiliac rod.13 The pedicular, segmental fixation incorpo-
rated 2 vertical rods on each side of the lumbar spine. The 
nuances among the different reconstruction techniques 
have not been definitively established with a biomechani-
cal analysis.10,11,20

Using a human cadaveric model, the overall objec-
tive of this in vitro investigation was to biomechanically 
compare the multidirectional flexibility and anteroposte-
rior shear properties at the lumbosacral and lumbopelvic 
junctions following 3 different reconstruction techniques 
for total sacrectomy—Models 1, 2, and 3. The destabiliza-
tion and reconstruction procedures were performed using 
a systematic and reproducible technique to minimize in-
terspecimen variability in terms of the biomechanical re-
sults. From a reconstruction standpoint, the primary dif-
ference between Models 1 and 2 was the addition of the 
transiliac fixation bar. Model 3 exhibited the greatest dif-
ferences in terms of instrumentation, with the addition of 
2 medial rods and 2 iliac screws to the existing construct.

Multidirectional flexibility testing in the present study 
included flexion-extension, lateral bending, and axial ro-
tation. All 3 ROM parameters are equally important in 
determining the optimal reconstruction technique in the 
clinical context.2,5 A favorable construct most closely re-
sembles the intact lumbopelvic ring, which anatomically 
confers not only support of the spinal column but also lax-
ity for hip motion.14 With that said, Model 3, which in-
corporated 4 rods and 4 iliac screws, was associated with 
markedly reduced lumbopelvic segmental motion in all 
loading modes when compared with the intact spine and 
Models 1 and 2 (p < 0.05). In flexion-extension and axial 
rotation at the lumbopelvic junction (L5–right ilium and 
L5–left ilium), the Model 3 reconstruction afforded great-
er stability than Models 1 and 2. In lateral bending, all 3 
reconstruction groups (Models 1, 2, and 3) were associ-
ated with significantly decreased ROM compared with the 

intact condition at all measured points; however, Model 3 
exhibited the greatest kinematic advantage. These results 
are confirmed with similar experimental studies.15,21,22 In 
a fine-element analysis study, Kawahara et al. compared 
3 lumbopelvic reconstruction techniques following a sa-
crectomy.9 In that study, modified Galveston reconstruc-
tion (MGR) and triangular frame reconstruction (TFR) 
models were used, which are analogous to Models 1 and 
2 from the present study. Kawahara et al. noted significant 
stress concentration in the spinal rod in the MGR (equiva-
lent to Model 1) and an above-average yield stress in the 
transiliac bar in the TFR (equivalent to Model 2). These 
stress points were attributable to excess motion and com-
promised stability of the fusion construct.

The secondary objective of the current study was to de-
termine if the 3 lumbopelvic reconstructions demonstrated 
differences in anteroposterior shear or axial translation. 
Based on the axial compression analysis, comparisons of 
segmental translations between the intact condition and the 
3 reconstruction conditions did not demonstrate significant 
differences in anteroposterior shear or axial compression 
translations. In a biomechanical analysis of 4 reconstruc-
tion techniques, Cheng et al. found that the axial compres-
sion stiffness was significantly different between the treat-
ed specimens and the intact specimens.3 These results may 
differ from the findings in the present study due to our low 
experimental values (range 0.18 ± 0.15 mm to 1.58 ± 2.05 
mm) and high SDs.

Overall, Model 3 (which includes a total of 4 medial 
rods and 4 iliac screws) exhibited the greatest biomechani-
cal stability as measured by 1) decreased ROMs in all 
planes (flexion-extension, lateral bending, and axial rota-
tion) at the L4–5 and the bilateral L5–iliac joints; and 2) 
decreased lateral bending ROM at L5–S1/cross-link. From 
a clinical standpoint, this represents the most extensive in-
strumentation technique. Although intuitively the addition 
of a transiliac bar in Model 2 should offer greater stability, 
the present biomechanical analysis showed no significant 
differences with the additional application. The concept 
of a transiliac bar was adapted in the original Galveston 
L-rod reconstruction by Gokaslan et al., who explained 
“the transverse threaded rod is placed to fix opposing iliac 
bones to each other and thereby prevent axial rotation of 

TABLE 3. Axial compression translations (mm) in 8 cadaveric lumbopelvic specimens

Compression Intact Model 1 Model 2 Model 3 p Value*

± z-axis
 L4–5 0.89 ± 0.83 0.34 ± 0.34 0.71 ± 0.77 0.45 ± 0.54 0.367
 L5–S1/cross-link 1.17 ± 0.73 0.28 ± 0.43 0.82 ± 1.24 0.54 ± 0.69 0.203
 L5–rt ilium 0.99 ± 0.69 1.02 ± 1.59 1.58 ± 2.05 0.94 ± 0.71 0.785
 L5–lt ilium 0.94 ± 0.67 1.20 ± 0.82 1.48 ± 2.25 1.12 ± 1.19 0.892
± y-axis
 L4–5 0.32 ± 0.26 0.27 ± 0.38 0.29 ± 0.42 0.18 ± 0.15 0.830
 L5–S1/cross-link 0.13 ± 0.16 0.52 ± 0.49 0.33 ± 0.28 0.36 ± 0.35 0.191
 L5–rt ilium 0.22 ± 0.15 0.60 ± 0.41 0.74 ± 0.53 0.59 ± 0.49 0.114
 L5–lt ilium 0.24 ± 0.08 0.56 ± 0.56 0.29 ± 0.29 0.37 ± 0.31 0.329

* Calculated from 1-way ANOVA.
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the lumboiliac union.”7 However, in the present study, the 
mean ROM in the axial plane was significantly higher at 
the bilateral L5–ilium cross-links for Model 1 and Model 
2 (addition of transiliac rod) in comparison with the intact 
model and Model 3. Gokaslan et al. also explained that 
the transiliac rod is necessary to complete the pelvic ring; 
however, the aforementioned results in the present study 
demonstrated that the additional superior and inferior iliac 
screws bilaterally in Model 3 conferred a statistically sig-
nificantly stronger stability at the L5–ilium gap compared 
with the threaded rod. Thus, manipulation of the trans-
iliac bar with further fixation points is unlikely to yield 
biomechanically meaningful or statistically significant 
differences in experimental testing and, in turn, surgical 
practice.

Last, as noted in the Methods section, all 8 lumbopelvic 
specimens were nondestructively tested under 6 sequen-
tial loading conditions, including flexion-extension, lateral 
bending, and axial rotation. Whereas nondestructive test-
ing may seemingly limit prediction of construct failure, 
the loading conditions (in 4 different dimensions) repli-
cate the most extreme human stresses in vivo, rather than 
theoretical destructive forces in vitro that are undoubtedly 
unsurvivable, practically speaking. The loading conditions 
have been independently verified as a measure of success-
ful arthrodesis.4,12 Nevertheless, the kinematic advantage 
of additional instrumentation should be tempered with the 
clinical ramifications of a rigid construct. That is, although 
lack of motion experimentally decreases the risk of con-
struct failure over time, the impaired movement at the lum-
bosacral spine, especially with additional hardware, may 
compromise the patient’s comfort and, in turn, quality of 
life. As with all laboratory studies, extrapolating numerical 
findings to assess clinical significance represents a poten-
tial limitation to our study, but also an opportunity to ad-
vance translational research with lumbopelvic reconstruc-
tion techniques.

Limitations of the Study
Although we present biomechanically significant re-

sults, this study was limited by the small sample size of 
8 human cadaveric specimens. Lack of statistical signifi-
cance in the axial compression testing, specifically, may 
be secondary to the low experimental values (range 0.18 ± 
0.15 mm to 1.58 ± 2.05 mm) and high SDs. The results of 
this study have also been confounded by differences in the 
BMD. Although the means did approach the lower limits 
of normal, none of the specimens were osteopenic (i.e., 
BMD < -1 g/cm3). Thus, lumbopelvic (i.e., L5–pelvis) seg-
mental ROM data were correlated with BMD to determine 
if a positive correlation existed between these 2 variables. 
Linear regression analysis of BMD versus L5–pelvis seg-
mental ROM did not indicate a significant correlation for 
any reconstruction condition or loading mode, indicating 
that variations in the BMD have little to no correlation with 
the ROM outcomes for these 3 instrumentation methods. 
Last, because Model 3 did confer a stronger kinematic ad-
vantage, the additional instrumentation does present a po-
tential conflict of interest with the study’s funding source, 
DePuy. This was mitigated by blinding the DePuy suppli-
ers not only to the statistical analysis of the experimental 

findings but also to the data presentation in the manuscript 
(prior to publication). The long-term implications of such 
an extensive reconstruction process, nevertheless, need 
further study in clinical trials.

Conclusions
The addition of a transiliac bar in Model 2 offered no 

biomechanical advantage to the bilateral rod–iliac screw 
configuration. The current biomechanical study demon-
strates a definitive kinematic advantage of bilateral rods 
and iliac screws in the Model 3 reconstruction method 
versus Models 1 and 2. However, the increased stability of 
Model 3 must be weighed against the patient’s clinically 
decreased lumbopelvic ROM.
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