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Posterior instrumentation using pedicle screws is a 
widely used and well-established technique to stabi-
lize the thoracolumbar as well as cervical spine for 

a variety of indications. Using pedicle screws, immediate 
and strong fixation is achieved after spinal decompression 
as well as in the surgical treatment of spinal deformities or 
treatment of vertebral fractures. As shown by meta-anal-
ysis, the additional use of intraoperative 3D imaging and 
navigation has helped to further improve pedicle screw ac-
curacy in all regions of the spine, thereby potentially re-
ducing reoperation rates and further exposure to radiation 
and anesthesia.6,8 Loosening of pedicle screws associated 

with cage dislocation or vertebral fracture at the level of 
the screw is one of the most common complications after 
spinal posterior instrumentation.7,14 The percentage of ped-
icle screw loosening and instrumentation-associated ver-
tebral fracture is estimated to range from less than 1% to 
15% in nonosteoporotic patients; in osteoporotic patients, 
the rate of pedicle screw loosening is even higher, reaching 
up to 60%.1,5,7,12

Spinal surgery in osteoporotic patients is becoming 
more frequent due to a growing aging population.1,11 Ped-
icle screw loosening often leads to loss of spinal stability, 
resulting in pseudarthrosis and consecutive pain as well 
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OBJECTIVE Loosening of pedicle screws is a frequent complication after spinal surgery. Implant colonization with low-
virulent microorganisms forming biofilms may cause implant loosening. However, the clinical evidence of this mechanism 
is lacking. Here, the authors evaluated the potential role of microbial colonization using sonication in patients with clinical 
pedicle screw loosening but without signs of infection.
METHODS All consecutive patients undergoing hardware removal between January 2015 and December 2017, includ-
ing patients with screw loosening but without clinical signs of infection, were evaluated. The removed hardware was 
investigated using sonication.
RESULTS A total of 82 patients with a mean (± SD) patient age of 65 ± 13 years were eligible for evaluation. Of the 54 
patients with screw loosening, 22 patients (40.7%) had a positive sonication result. None of the 28 patients without screw 
loosening who served as a control cohort showed a positive sonication result (p < 0.01). In total, 24 microorganisms 
were detected in those 22 patients. The most common isolated microorganisms were coagulase-negative staphylococci 
(62.5%) and Cutibacterium acnes (formerly known as Propionibacterium acnes) (25%). When comparing only the pa-
tients with screw loosening, the duration of the previous spine surgery was significantly longer in patients with a positive 
microbiological result (288 ± 147 minutes) than in those with a negative result (201 ± 103 minutes) (p = 0.02).
CONCLUSIONS The low-virulent microorganisms frequently detected on pedicle screws by using sonication may be an 
important cause of implant loosening and failure. Longer surgical duration increases the likelihood of implant colonization 
with subsequent screw loosening. Sonication is a highly sensitive approach to detect biofilm-producing bacteria, and it 
needs to be integrated into the clinical routine for optimized treatment strategies.
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as recurrent spinal stenosis and back pain, which can oc-
cur even in fused segments. Extensive revision surgery to 
replace the loosened screws, along with extension of the 
construct and augmentation techniques, is the most often 
performed procedure for symptomatic loosened pedicle 
screws.

Pedicle screw loosening can be related to a number 
of different factors, such as exposing bone to mechani-
cal stress due to excessive loading as well as sagittal im-
balance, especially in obese patients.7 In addition to the 
aforementioned mechanisms, it has been suggested that 
implant-associated infection is related to screw loosening. 
However, clinical evidence about this possible mechanism 
is scarce, despite its possibly enormous clinical impor-
tance. Implantable devices are highly susceptible to bacte-
rial colonization; even low numbers of bacteria can cause 
infection with a delayed clinical onset. Microorganisms 
typically adhere to the surface of the device and form 
biofilms, making them difficult to detect by conventional 
methods.3,13 Sonication was specifically designed for the 
detection of microbial biofilms, which can be found in the 
sonication fluid after being released from the implant sur-
face. In fact, in orthopedic prostheses, the use of sonica-
tion has demonstrated higher sensitivity and specificity in 
comparison with conventional tissue cultures.2,13

In this prospective cohort study, we used sonication to 
evaluate the possible microbial colonization of loosened 
pedicle screws as a potential cause of implant failure.

Methods
Study Design

This prospective observational study was conducted in 
a tertiary healthcare center that provides advanced spe-
cialty care to a population of about 4 million inhabitants. 
The study was approved by the local ethics committee and 
was conducted in accordance with the Declaration of Hel-
sinki. Patient consent was not required for this prospective 
observational study, as sonication is performed as part of 
the routine microbiological investigation.

Study Population
A total of 269 consecutive adult patients in whom spinal 

implants were removed during a revision surgery between 
January 1, 2015, and December 31, 2017, were screened. 
Patients with screw loosening and/or cage dislocation due 
to vertebral metastases, spondylodiscitis, paravertebral 
abscesses, or the intraoperative finding of infection were 
excluded (Table 1 and Fig. 1).

Data Collection
Patient data were collected using a standardized case 

report form. All patients were evaluated by an interdis-
ciplinary team that included spine surgeons and infec-
tious disease specialists. The following variables were 
extracted: age, sex, height, weight, BMI, screw loosening, 
number of stabilized spinal units, duration of the previous 
surgery, blood transfusion during the previous surgery, co-
morbidities, and microbiological results of the sonication 
fluid. Growth in the sonication fluid culture was defined as 
a positive microbiological result.

Surgical Procedure
All surgical procedures were performed under sterile 

conditions in the operating room with the patient under 
general anesthesia. The screw and rod systems were re-
moved and immediately placed in an airtight container to 
minimize the risk of contamination; then they were sent 
for analysis. Perioperative antibiotics (cefazolin) were ad-
ministered intravenously in all patients 30–60 minutes 
before skin incision.

Definition of Screw Loosening
All patients were preoperatively assessed using CT 

scanning to see if the screws were solidly anchored to the 
pedicles or if they were loosened. We did not rely on ra-
diographs, as a study comparing CT scans and standard 
radiographs showed a significantly lower sensitivity of the 
latter assessment method when compared with the for-
mer.9 All CT scans were evaluated by at least 1 radiologist 
and 2 spine surgeons.

Sonication of Removed Implants
The removed hardware was transported to the microbi-

ological laboratory in a sterile airtight container (Lock & 
Lock). Sonication was performed within 6 hours of remov-
al. After the addition of 5 ml of normal saline covering the 
implant, the container was vortexed for 30 seconds, soni-
cated for 1 minute at 40 kHz (BactoSonic, Bandelin), and 
vortexed for another 30 seconds. The resulting sonication 
fluid was processed as described above for conventional 
cultures. Microorganisms on plates were enumerated (i.e., 
number of colony-forming units/ml sonication fluid) and 
identified using routine microbiological techniques. Con-
taminants were excluded from the analysis.

Statistical Analysis
ANOVA was used to test differences in continuous 

variables. Mean values are reported with standard devia-
tions. All statistical tests were two-tailed, and statistical 
significance was set at p < 0.05. IBM SPSS software (ver-
sion 21, IBM Corp.) was used for all analyses.

Results
Demographic Data

We screened 269 patients in whom spinal implants 
were removed during surgery between January 1, 2015, 
and December 31, 2017. Patients with preoperative MRI 
or CT evidence of spondylodiscitis, evidence of a systemic 
infection (clinical and/or laboratory findings), or intraop-
erative evidence of infection were excluded. Sonication 
analysis of the removed hardware was performed in the 
remaining 82 patients, and these patients were included 
in this study. None of the patients included in the analy-
sis were on long-term antibiotic therapy prior to implant 
removal. Of these patients, no signs of screw loosening 
could be detected in 28 patients. The reasons for material 
removal were adjacent-segment disease (n = 13), adjacent-
segment fracture (n = 3), cage dislocation (n = 2), artificial 
disc dislocation (n = 1), rod breakage (n = 5), and screw 
breakage (n = 4). We used these 28 patients as a control 
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group. All sonication analyses in these patients showed 
no evidence of pathogens. In the other 54 patients, screw 
loosening could be detected. The mean time between sur-
gery and screw loosening in all patients combined was 
606 ± 903 days (minimum 27 days, maximum 4550 days).

The mean patient age was 65 ± 13 years; their mean 
height and weight were 1.68 ± 0.09 cm and 77.8 ± 15.8 
kg with a BMI of 27.4 ± 4.6. Of the 82 patients, 51 were 
female (62%).

We divided all 82 patients into 2 groups: 1) sonica-
tion positive and 2) sonication negative. The demographic 
data were similar with regard to age, sex, comorbidities, 
and laboratory values at admission in both groups. The 
predominant indication for the initial spinal stabiliza-
tion surgery was degenerative spine disease (71 patients), 
vertebral osteomyelitis (6 patients), and spinal trauma (5 
patients). Eighteen patients had their previous surgery in 
another department, of whom 10 had a positive microbio-
logical result (56%) (Table 1).

Surgical Procedure
All patients received a single dose of perioperative an-

tibiotics 30 minutes before skin incision. On average, each 

patient had 1.7 ± 1.1 previous surgeries (maximum 6 sur-
geries, minimum 1 surgery, mean 1 surgery). The average 
number of stabilized motion segments in all patients was 
3.5 ± 3.3. No differences between the groups were detect-
ed (p = 0.37). In 5 patients, a blood transfusion had to be 
given in the preceding surgery. There was no significant 
difference between groups (p = 0.45).

When comparing the duration of the previous spine 
surgery, we found a significant difference between pa-
tients with a positive microbiological result (mean 288 
± 147 minutes) and a negative result (mean 201 ± 103 
minutes) (p = 0.02). In patients with a longer duration of 
surgery (on average 92 minutes longer), screw loosening 
was more likely to be associated with a positive microbio-
logical result (Table 1). In the subgroup analysis dividing 
the patients with screw loosening into 2 groups based on 
the sonication results, the duration of the previous surgery 
remained significantly longer in the sonication-positive 
group (p < 0.05) (Supplemental Table 1).

Microbiological Findings
The total number of detected pathogens was 24. The 

most common pathogens were coagulase-negative staphy-

TABLE 1. Demographic data, information concerning the surgical procedure, duration of hospitalization, and 
laboratory methods and results

All Patients w/ Sonication  
Analysis (n = 82) 

Sonication  
Positive (n = 22)

Sonication  
Negative (n = 60)

p  
Value

Mean age, yrs 65 ± 13 64 ± 13 65 ± 13 0.83
Mean height, m 1.68 ± 0.09 1.71 ± 0.08 1.67 ± 0.09 0.13
Mean weight, kg 77.8 ± 15.8 80.9 ± 15.8 76.7 ± 15.8 0.30
Mean BMI, kg/m2 27.4 ± 4.6 27.5 ± 4.9 27.4 ± 4.5 0.90
Sex 0.06
 Male 31 12 19
 Female 51 10 41
Screw loosening 65.9% 100% 53.3% <0.01
Surgical procedure
 Mean no. of stabilized motion segments 3.5 ± 3.3 4.0 ± 3.8 3.3 ± 3.1 0.37
 Mean no. of previous spine surgeries 1.7 ± 1.1 1.8 ± 1.3 1.7 ± 1.0 0.72
 Mean duration of previous spine surgery, 
  mins

220 ± 118 288 ± 147 201 ± 103 0.02

 Transfusion during previous spine surgery 0.45
  Yes 10 3 7
  No 47 9 38
Comorbidities
 Diabetes mellitus type 2 25.6% 13.6% 30.0% 0.14
 Smoking 32.9% 36.4% 31.7% 0.69
 Alcohol abuse 4.9% 9.1% 3.3% 0.29
 Preexisting oncological disease 17.1% 13.6% 18.3% 0.62
 Radiation therapy 2.4% 4.5% 1.7% 0.46
 Cortisol medication 11.0% 13.6% 10.0% 0.65
Laboratory values at admission 
 Mean white blood cell count/nl 8.2 ± 2.5 8.9 ± 2.6 8.0 ± 2.5 0.13
 Mean C-reactive protein, mg/L 10.4 ± 14.8 9.6 ± 12.0 10.7 ± 15.8 0.76

Mean values are presented with standard deviations. Boldface type indicates statistical significance.
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lococci (15 pathogens, 62.5%) and Cutibacterium acnes 
(formerly known as Propionibacterium acnes) (6 patho-
gens, 25%). In 20 patients a single pathogen was found, 
and in 2 patients 2 pathogens could be detected (Table 2).

Interrelation Between Screw Loosening and Sonication 
Result

All 22 patients with a positive sonication result experi-
enced screw loosening (100%), whereas in the 60 patients 
with a negative sonication result, only 32 patients showed 
signs of screw loosening (53%) (p < 0.01).

If screw loosening was evident on the preoperative CT 
scans (54 patients), the chances of a positive sonication re-
sult with the detection of a pathogen was 40.7%. In the 
28 patients without screw loosening, none had a positive 
microbiological result (Table 3).

Discussion
This study has the following main findings. First, pedi-

cle screw loosening is significantly associated with a posi-
tive microbiological yield for low-virulent pathogens. Sec-
ond, the most common pathogens were coagulase-negative 
staphylococci. Third, standard preoperative laboratory 
results do not reflect possible implant infection. Fourth, 
prolonged surgery time is significantly associated with a 
higher rate of implant infection.

Pedicle screw loosening is a frequent and important 
complication after spinal instrumentation. Device-associ-
ated infection has been suggested to be related to pedicle 
screw loosening.7 Although implants are highly susceptible 
to bacterial colonization and even low numbers of bacte-
ria can cause infection and implant failure, to date, clinical 
evidence about this possible mechanism is lacking.

In our study applying sonication to loosened pedicle 
screws in clinically aseptic patients, we detected a signifi-
cant association with a positive microbiological yield for 
low-virulent pathogens. The finding that hardware infec-
tions may cause seemingly aseptic implant loosening is 
already known to be a problem in patients after knee and 
hip arthroplasty.4 However, despite its immense potential 
clinical impact, thus far, data concerning the association 
of pedicle screw loosening in spine surgery and infection 
are still surprisingly scarce. Our study clearly reveals in-
fection of the implanted device with low-virulent patho-

FIG. 1. Flowchart showing patient selection.

TABLE 2. Frequency of isolated pathogens

Pathogens
Total 
No.

Sonication

Positive
Detection 

Rate 

Low-virulent pathogens
 Coagulase-negative staphylococci* 15 15 100%
 Cutibacterium acnes 6 6 100%
High-virulent pathogens
 Enterococcus faecalis 1 1 100%
 Streptococcus parasanguinis 2 2 100%

* Staphylococcus epidermidis (n = 9), Staphylococcus hominis (n = 2), 
Staphylococcus lugdunensis (n = 1), Staphylococcus haemolyticus (n = 1), 
Staphylococcus cohnii (n = 1), Staphylococcus saprophyticus (n = 1).

TABLE 3. Interrelation between screw loosening and sonication 
results

Sonication p 
ValuePositive Negative

Screw loosening
Positive 26.8% (22 pts) 39.1% (32 pts) 0.14
Negative 0% (0 pts) 34.1% (28 pts) <0.01
p value <0.01 0.42

Pts = patients.
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gens as a substantial cause of symptomatic implant failure. 
Our data show that 40.7% of the tested explanted screws 
had a positive microbiological result; of these, 100% of 
the patients showed positive evidence for infection in the 
sonication analysis. In a recent, but rather heterogeneous 
study, similar results were reported.9 The spectrum of mi-
crobiological pathogens was also comparable, with our 
most common species being coagulase-negative staphylo-
cocci (53.1% in the publication) and C. acnes (40.6% in 
the publication). In comparison with the already-published 
data, we showed that a prolonged surgery time seems to 
influence the likelihood of a positive result in the micro-
biological analysis: the longer the contact of the implants 
with the surroundings, the higher the risk of a low-level 
contamination resulting in a subclinical infection causing 
material loosening. In our study, we focused the analysis 
on patients with solid evidence of screw loosening to rule 
out additional confounders. The diagnosis of screw loos-
ening was made in our 54 patients based on preoperative 
CT scanning results. We did not rely on radiographs be-
cause of the lower sensitivity of the method used to obtain 
them. However, in the recently published data by Leitner 
et al., only 23 patients were found to have screw loosen-
ing on radiographs; of these patients, CT scanning was 
performed in only 13.9 We believe that by only including 
patients with a CT scan and screw loosening, we increased 
the quality of our data due to a greater homogeneity of the 
analyzed patient cohort.

The assessment of the consequence of a positive mi-
crobiological result in patients who are initially thought 
to have aseptic failure is still problematic.4 In publications 
covering the treatment of prosthetic joint infections, great 
differences can be found when it comes to treatment rec-
ommendations. The spectrum ranges from 6 weeks of in-
travenous antibiotics over oral antimicrobial agents alone 
to no medical treatment at all. In a study by Marculescu et 
al., 3 patients (of 16) with positive evidence for infection (2 
Cutibacterium sp. and 1 Enterococcus sp.) and loosening 
of a joint prosthesis received no postoperative antimicro-
bial treatment after revision surgery. These patients had a 
favorable outcome without recurrent infection or repeated 
loosening of the implants.10

Conclusions
Infections of spinal stabilization devices with low-

virulent pathogens with a smoldering dynamic may be 
a relevant cause of implant failure. Prolonged duration 
of prior surgery seems to increase the likelihood of im-
plant colonization with consequential infection and screw 
loosening. The method of sonication is an adequate ap-
proach to detect biofilm-producing bacteria and can be 
implemented very easily into the clinical routine. Our 
data reveal a very important and, until now, not yet fully 
understood potential reason for implant failures after spi-
nal instrumentation. We strongly believe that cases with 
positive culture and new screws in place may benefit from 
systemic biofilm-active antibiotic therapy to prevent new 
screw loosening. However, to date, the literature does not 
support or refute that hypothesis. Alternatively, local anti-
biotics may be applied, such as the antimicrobial coating 

of screws or application of local antimicrobial hydrogel or 
bone substitutes.

Our results call for an interventional study to prevent 
recurrence of infection. Antimicrobial strategies in the 
revision of loosened screws may have great impact in pa-
tients after spinal stabilization by reducing the need for 
subsequent surgeries, antibiotic exposure, and repeated 
hospital stays. Of course, potential adverse effects of sys-
temic or local antibiotics need to be taken in account as 
well.
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